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Figure 1. Dry Electrode 
The problem: 
When electronically monitoring heart beats and other 
life signs by means of electrodes attached to the skin, 
it is normally necessary to use some method to over-
come the resistance of the skin to current. For this 
purpose, a moist conductive paste is used to attach the 
electrode. Over a period, this paste may irritate the skin, 
requiring periodic removal of the electrode.
The solution: 
A dry, strap-on electrode that will not irritate the 
skin houses an improved electronic amplifier and cir-
cuitry that matches the impedance of the skin. 
How it's done: 
Figure 1 is a schematic of the electrode which uses 
the silver-silver chloride system common in electrodes. 
Ag/Ag Cl
.':. 160K2 Very Low 
-I.'. Input Bias 
Op-Amp 
+
30 pf
i0002
Comm. 
Shield
To ECG 
Amplifier 
+V 
—V 
0.01 /if 
Figure 2. Buffer Electronics for dry Electrode 
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However, the e1ectroniccircuitiy (Figure 2) contains a 
new operational amplifier that incorporates monolithic 
super-gain transistors. It has an extremely low input 
bias current that makes possible an exceptionally high 
input impedance. This allows the electrode to be used 
without conductive paste. 
The electrode does not provide voltage amplification 
as would be the case with conventional amplifiers. 
Instead, it acts as a current amplifier to make it possible 
to pick up electrical potentials from the surface of 
highly resistant dry skin. The amplifier is configured as 
a voltage follower, and is provided with decoupling 
capacitors on the power supply leads. The circuit in-
cludes two 160 kilohm resistors in the input lead to 
protect the patient in the event of failure within the 
assembly or the power supply. 
The dry electrode can be attached to the skin with 
no surface preparation, has no offset, no temperature 
instability, and requires no auxiliary current sources 
in the signal amplifier. It is the same size as a wet 
electrode and may be used in its place without modifi-
cation to signal amplifiers.
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